[Recurrence of cerebral aneurysm after embolization by mechanical detachable spiral: report of one case].
A patient with cerebral aneurysm received embolism therapy using mechanical detachable spiral, but the aneurysm recurred because of absorption of the coil. Secondary embolism therapy was successfully implemented using Guglielmi detachable coil.